
 ID Tox21_110947         Plate FDA-plate2     Well P2-P-23    File ....00025125-07.D    Inj Date: 2 Feb 10   1:50 am -0  MF C22H25NO6     MW 399.2     Expected Conc: 3.00 mM
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  RT   Found  ELS%  UV %  ELS[mg/mL]  Adj[ELS]  [N mM]   Adj[CLN]  #N

 1.46          0.0   1.3                                          1.0

 1.70          0.0   2.2                                          1.0

 1.73   Yes  100.0  91.4     0.84      2.1 mM  1.57 mM   1.57 mM  1.0

 1.84          0.0   0.6                                          1.0

 1.93          0.0   4.5                                          1.0

 3.76          0.0   0.0                                          1.0

Comment: passed
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http://pubchem.ncbi.nlm.nih.gov/summary/summary.cgi?sid=144204498
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